Abstract: High-resolution laboratory-based thermal infrared spectroscopy is an up-and-coming tool in the field of geological remote sensing. Its spatial resolution allows for detailed analyses at centimeter to sub-millimeter scales. However, this increase in resolution creates challenges with sample characteristics, such as grain size, surface roughness, and porosity, which can influence the spectral signature. This research explores the effect of rock sample surface preparation on the thermal infrared spectral signatures. We applied three surface preparation methods (split, saw, and polish) to determine how the resulting differences in surface roughness affects both the spectral shape as well as the spectral contrast. The selected samples are a pure quartz sandstone, a quartz sandstone containing a small percentage of kaolinite, and an intermediate-grained gabbro. To avoid instrument or measurement type biases we conducted measurements on three TIR instruments, resulting in directional hemispherical reflectance spectra, emissivity spectra and bi-directional reflectance images. Surface imaging and analyses were performed with scanning electron microscopy and profilometer measurements. We demonstrate that surface preparation affects the TIR spectral signatures influencing both the spectral contrast, as well as the spectral shape. The results show that polished surfaces predominantly display a high spectral contrast while the sawed and split surfaces display up to 25% lower reflectance values. Furthermore, the sawed and split surfaces display spectral signature shape differences at specific wavelengths, which we link to mineral transmission features, surface orientation effects, and multiple reflections in fine-grained minerals. Hence, the influence of rock surface preparation should be taken in consideration to avoid an inaccurate geological interpretation.
Introduction
Thermal infrared (TIR) spectroscopy of rocks and minerals has been of interest to the geological community ever since it was developed in the middle of the last century [1, 2] . Early scientific research showed that primary rock-forming minerals such as silicates and carbonates display their reflectance features in the thermal part of the spectrum (8.0 to 14.0 µm [2] [3] [4] [5] [6] [7] ). From this early work onwards, several hyperspectral airborne and spaceborne TIR sensors have been developed including, among others, HyspIRI and AisaOWL [8] . To validate and calibrate data from these sensors, field and laboratory hyperspectral TIR spectrometers have been built. These field and laboratory sensors are increasingly operated as a main sensor by organizations globally because of their improved usability and spectral resolution [8] . As part of that development, several laboratory-based drill core loggers have been developed for detailed analyses of drill cores at a centimeter to sub-millimeter spatial resolution, giving rise to the new field of proximal sensing. These TIR reflectance imaging spectrometers have a high spatial and spectral resolution (SPECIM's SisuRock system with the AisaOWL camera, CSIRO's Hylogger, and a scanner under development from Corescan [9] [10] [11] ), and provide a continuous spectral analysis of the down-hole mineralogical trends without the restrictions of sampling intervals of other techniques. However, multiple research groups identified challenges with sample characteristics, such as grain size, surface roughness, and porosity that can influence the spectral signature.
Early work of Lyon [2, 12] showed that spectral contrast of mineral and rock spectra decrease with a decreasing particle size. This work has been confirmed repeatedly by others, e.g., [13] [14] [15] [16] [17] . One of the sample characteristics that influence the TIR spectral signature is sample surface roughness [18] [19] [20] . Kirkland et al. [19] conducted laboratory emissivity measurements on carbonate deposits to show that microscopic surface roughness introduces volume scattering and the cavity effect (partially trapping the signal in surface cavities), both resulting in a reduced spectral contrast. Osterloo et al. [21] conducted laboratory-based emissivity research to study the impact of changing surface roughness on the TIR spectral signature for various rock types. They show that, for all investigated rock types, spectral contrast decreases with increasing roughness as a result of transmittance of light through the medium (also known as volume scattering) resulting in partial loss of energy. They also show that spectral contrast decreases until a certain roughness is achieved after which spectral contrast stays constant or increases again which they attribute to multiple reflections of light within the grains. Hence, their research suggests that increasing roughness does not result in a continued decrease in spectral contrast. More recently, emissivity-based research conducted by Hardgrove et al. [18] on quartz and calcite samples shows that changes in sample surface roughness influence the spectral shape of the spectral signature. They show surfaces that are rough on the wavelength scale cause distinct spectral differences. Furthermore, they suggest a relationship between the crystal size and the surface roughness. Furthermore, several research groups showed that highly porous or vesicular rocks and rock samples with an optically rough surface have low spectral contrast [14, [18] [19] [20] [21] [22] .
The influence of these characteristics have already been identified for the field of geological remote sensing, but have not yet been translated to high-resolution laboratory spectroscopy, where the goal is to quantify changes in mineral composition on a much smaller scale. Furthermore, drill cores often have different surface textures and roughnesses as a result of differences in sample preparation. Some drill cores are split or broken, while others are sawed. Additionally, surface textures can differ as a result of differences in rock composition. This research focuses on the influence of geological sample surface preparation on the TIR spectral signature to determine the effect of various preparation methods and to link the results to previous surface roughness studies. We apply three sample surface preparation methods (split, saw, and polish) to determine how surface roughness affects both the spectral shape as well as the spectral contrast of the TIR spectral signatures. We obtained directional hemispherical reflectance (DHR) measurements, bi-directional reflectance (BDR) images, and emissivity measurements. The selected samples are a pure quartz sandstone, a quartz sandstone containing a small percentage of kaolinite, and an intermediate-grained gabbro. To eliminate the influence of sample heterogeneity, the samples have a limited mineral variation and a homogeneous mineral distribution.
Surface Roughness and Reflectivity of Light
The total ray energy is a product of the reflection, transmission, and absorption at each encountered interface. Whether a light ray is reflected, transmitted or absorbed depends on the angle of incidence and the refractive index of the encountered material as determined by Snell's Law [17, 19, 23, 24] .
Surface reflection can be divided into two endmembers: specular reflection for a smooth, high-opacity surface and diffuse reflection for a rough surface with regular opacity (Figure 1a,b) . In case of specular reflection, the surface behaves mirror-like and the angle of incidence equals the angle of reflection resulting in coplanar reflection. With diffuse reflection, the rays reflect in many directions regardless of the angle of the incident radiation. Therefore, the reflected energy is spread over many light rays which can, depending on the measuring method, lower the absolute reflectance of the signal [23] . Most surfaces do not display truly specular nor diffuse reflection, but a mixture of the two endmembers. Figure 1 . Schematic diagram of interaction of light with a smooth surface (a) that displays specular reflection and a rough surface (b) that displays diffuse reflection. In natural surfaces, increasing surface roughness decreases specular reflection (c) and promotes diffuse reflection, volume scattering, and the cavity effect (d), which all reduce the spectral contrast.
Volume scattering occurs when surfaces contain significant amounts of hyperfine particles (1-20 µm), also known as clinging fines, which introduce transmission of incident rays through the encountered particles (Figure 1c ,d [25] [26] [27] )As a result, energy is lost due to partial absorption of the signal. This influences the spectral signature resulting in reststrahlen band shape changes, shifts of spectral features to longer wavelengths and loss of spectral contrast or even inversion of the spectral signature ( Figure 2 [17, 19, 24, 26] ).
Surface cavities can trap and absorb incident rays reducing reflection and the accompanying spectral contrast, a phenomenon known as the cavity effect (Figure 1d) . The relationship between the number of cavities at the surface and the spectral contrast is approximately linear [19] [20] [21] . Factors influencing the amount of spectral contrast reduction are the cavity shape, cavity area, entrance aperture area, and the diffuse or specular reflectivity of the cavity wall. Generally, the higher the ratio of the cavity depth to entrance width, the more significant the cavity effect [19, 21, 22] . Research shows for most materials, increase in surface roughness results in an increase of the number of surface cavities [19] . Additionally, Kirchhoff's law of thermal radiation states: the sum of emissivity ε, transparency γ, and reflectivity equals one (Equation (1)). Therefore, for an opaque object (γ = 0), reflectivity and emissivity display a simple relationship (Equation (2)):
The result is that cavities have an opposite effect in emissivity measurements. Hence, if the reflected energy decreases, the emitted energy increases [28] . Rayleigh's roughness criterion can be used to characterize the surface roughness. A surface is optically smooth depending on the height of the surface topography (difference between deepest valley and highest peak) and the wavelength of the light and the incident ray angle [21, 29] . A surface is considered optically smooth if:
where H is the height of the surface topography in micrometers, λ the wavelength of the light in micrometers and θ inc the zenith angle of the incident ray. For surface roughness to affect the spectral contrast, the surface topography should be larger than the wavelength of the incident light rays. This formula shows for the TIR range (7-16 µm) surfaces are considered optically rough when the topography height is equal to, or larger than, 1 to 20 µm depending on the angle of incidence [21] . Optical smooth surface are dominated by surface reflection, while optical rough surfaces are increasingly influenced by diffuse reflection and volume scattering. (a) The effect of transmittance in quartz (red spectrum) on the reflectance spectrum. The green spectrum represents a quartz spectrum that has not been influenced by transmittance. The blue spectrum is a quartz spectrum of a fine-grained, particulate quartz sample (<60 µm) that is significantly affected by transmittance bands [16] . (b), a subset of (a), shows a lowered spectral reflectance in bands that are most influenced by low transmittance. Spectra are from Johns Hopkins University (JHU) and can be found in the ASTER spectral library in ENVI [30, 31] .
Materials and Methods

Sample Description
Sample Selection
The samples of this research represent a range from mono-mineral to more complex mineral composition and have been carefully selected to ensure a homogeneous mineral distribution. The selected samples (Table 1 ) are a plutonic gabbroic rock known by the trade name of Shanxi gabbro, and two sedimentary sandstones: a pure quartz sandstone with a porosity of 6% (Fontainebleau sandstone [32] ) and a sandstone predominantly containing quartz and minor percentages of kaolinite with a porosity of 20% (Gildehaus sandstone [33] ). We selected two sandstones and a gabbro to ensure good TIR spectral signatures and variations from simple to more complex mineralogical compositions. Differences in surface roughness were achieved, by splitting, sawing or polishing three different surfaces of each sample. The samples were sawed to the appropriate size with a Lortone LSS-14P lapidary saw with a 14-inch diamond blade. Sample surfaces were polished with a Knuth Rotor polishing machine that uses silicon carbide grinding papers. Stepwise polishing was done by increasing the grinding paper smoothness from an 80, 220, or 500 grit to a 4000 grit. The samples were split with a chisel, except for the Gabbro which required a brick cutter for splitting. The sample planes have parallel orientation in the original sample block with a maximum spacing of 20 cm, to avoid influences from differences in (mineral) orientation, sample heterogeneity and small lateral changes in sample composition (e.g., veins or inclusions). The samples were washed with tap water and cleaned with compressed air, to remove particles originating from the sample surface preparation. Then, the samples were oven-dried at 50 • C for at least 8 h. We placed the samples in a desiccator during cooling, to prevent air moisture from entering the samples.
Spectral Measurements and Data Processing
Spectral measurements are conducted on three spectrometers to confirm that our results are occurring across different instruments and both for reflectance and emissivity measurements. Hence, to avoid a bias in the results caused by a specific instrument or measurement type, we conducted measurements using a non-imaging Fourier transform infrared (FTIR) spectrometer with integrating sphere measuring directional-hemispherical reflectance (DHR), a TIR imaging spectrometer measuring double bidirectional reflectance (BDR) images, and a non-imaging emission FTIR spectrometer measuring emissivity. The first two instruments are the primary focus of this research, while the third spectrometer is included to cross-check the results on an emission spectrometer and to link to previous research results. We compare the spectroscopic results to scanning electron microscopy (SEM) images and quantitative micro-topography information from a profilometer.
Directional-Hemispherical Reflectance (DHR) Measurements
We conducted thermal DHR measurements on a Bruker Vertex 70 Fourier transform infrared (FTIR) spectrometer. This is a non-imaging visible near-infrared (VNIR) and TIR spectrometer, customized to allow for directional-hemispherical reflectance measurements. Customization was achieved with a diffuse gold-coated integrating sphere of 150 mm diameter containing a 3 cm diameter sample port [34, 35] . An external high-power, water-cooled globar source is attached to the system for optimal energy throughput and signal-to-noise ratio. The Mercury-Cadmium-Tellurium (MCT) detector records the spectra with a spectral range of 1330-625 cm −1 (7.5 to 16 µm) at a resolution of 4 cm −1 . A diffuse Labsphere Infragold standard serves as a reference. To check for potential sample heterogeneity, we measured each sample surface on nine randomly selected spots. We did not observe significant variations or outliers in the spectral signature for each surface, hence, we calculated a mean spectra based on the nine measurements. At the end of each measuring series, a dark current measurement is conducted and subtracted from the sample spectra. Previous work [34] shows the Bruker Vertex 70 FTIR spectrometer has excellent repeatability, with a reflectance values standard deviation between 0.1% and 0.6%. For a more detailed description of the measurement setup and processing chain, see [34] .
Bidirectional Reflectance (BDR) Images
We recorded the reflectance images with the fully automated hyperspectral imaging workstation SisuROCK developed by SPECIM (www.specim.fi [9] ). This workstation covers a large part of the IR spectral range with a VNIR (0.4-1.0 µm), short-wave infrared (SWIR, 0.97-2.5 µm) and a TIR (7.7-12 µm) camera. All cameras are push broom cameras that measure in double BDR mode. The target is moved under the cameras to create a 2D spatial image with full spectral per-pixel information. The focus of this research are the TIR images; hence we do not discuss the specific methodology and results of the VNIR and SWIR cameras.
The AisaOWL TIR camera (SPECIM) is a temperature stabilized imaging spectrometer with a high sensitivity cooled MCT detector. It was operated with a spectral range of 7.7 to 12 µm, 84 bands, 384 spatial pixels, a 1.7 mm pixel size, a spectral resolution of 100 nm and a scan rate of 170 mm/s. Each image recording included the measurement of a diffuse high reflectivity aluminum standard reference plate and a blackbody dark reference at sample temperature.
Samples were mounted on a plate and water leveled by pressing them on laboratory clay with a Leitz Wetzlar manual laboratory press. Then the height of the sample surface was measured, and the sample table of the SisuRock workstation was adjusted accordingly, so the sample surface height was in focus and constant over all measurements.
The reflectance images were processed by applying normalization with a radiometric calibration file and sensor parameters (white and dark references), blinking pixel correction, and spectral and spatial median filtering with software provided by SPECIM. For each sample surface, means, and standard deviations were calculated by averaging all image pixels with ENVI to allow for comparison of the different surfaces.
Emissivity Measurements
Thermal emission measurements were recorded with a MIDAC M4401-F FTIR spectrometer to determine if the observed spectral changes can also be identified in an emissivity based system. The instrument contains a customized down looking fore-optics and measures absolute radiance with a nitrogen cooled MCT detector with a spectral range of 7.5 to 14.5 µm and a resolution of 4 cm −1 . The measurements were conducted under laboratory conditions, and the samples were heated in an oven to 50 • C to generate sufficient radiance levels. The measurement procedure includes a measurement of a hot 60 • C blackbody, a cold 20 • C blackbody, a set of three measurements of the sample and a highly diffuse reflecting Infragold ® reference plate. The temperature of the reference plate was measured with a handheld infrared thermometer to allow for correction of downwelling radiance [36] . Each sample was measured six times in different spots. The samples were measured in a random order to allow for the detection of possible influences from room temperature differences and were returned to the oven immediately after three measurements. Spectral emissivity was calculated with the equation described by Korb et al. [36] .
Surface Analyses
Scanning Electron Microscopy (SEM)
Scanning electron microscope images were obtained with a Zeiss Merlin HR-SEM to determine how the different sample surface preparation methods influence the mineralogy and texture of the samples. This SEM has a maximum point resolution of 1.2 nm at 30 kV and facilitates several high-resolution detectors.
The detectors used to obtain images for this research are the high-efficiency secondary electron detector (HE-SE2), an in-lens detector for detection of higher energy secondary electrons for topographic mapping, and an annular selective backscatter detector (ASB) for compositional and crystal orientation mapping. In addition, energy dispersive X-ray (EDX) was performed to determine the elemental composition of the mineral phases identified in the backscatter images [37] .
Profilometer Measurements
Detailed surface roughness analyses were performed with the Bruker Contour GT-I profilometer to quantify the roughness of the sample surfaces. This profilometer measures micro-topography based on the interference of light from the sample surface and light from the internal reference mirror in the objective of the profilometer (Mirau interferometer principle [17] ). The Bruker Contour GT-I has a maximum horizontal scan range of 10 mm, a maximum vertical resolution of <0.01 nm and an root mean square repeatability of 0.01 nm.
The surface roughness measurements were conducted in phase shift interferometry mode (PSI) and covered an area of 1.7 × 2.3 mm including 307,200 data points. The roughness parameters are determined for the scanned area in µm or mm scale. Results include a topographic profile. The parameters are:
•
The arithmetic average roughness (Ra): the arithmetical mean of the absolute values of the profile deviations from the mean line of the roughness profile; •
The root-mean-square roughness (Rq): the geometric average roughness of the area; •
The maximum peak height (Rp): the highest peak measured from the mean line; •
The maximum valley depth (Rv): the deepest valley measured from the mean line; and •
The maximum height of profile (Rt): the range of the total set of data points.
The difference between Ra and Rq is that Rq is more sensitive to outlying peaks and valleys. Therefore, Rq amplifies occasional high or low values, while Ra merely averages them [38] . To determine if there is a relationship between the spectral values and the surface roughness parameters, we compare the spectral values and band ratios of several distinct spectral features to the surface roughness parameters. Furthermore, we review surface roughness profiles and compare them to the observed spectral trends.
X-ray Diffraction
To determine the composition of the samples quantitative X-ray diffraction (QXRD) analysis were performed on the Bruker D2 XRD Phaser. Operating in Bragg-Brentano geometry [39] , with Cu Kα radiation and a LYNXEYE detector including Bruker's corundum standard reference material. Scans were conducted with a tube power of 30 kV and 10 mA at 70 • 2θ using a 0.006 step size and counting for 1150 s. Two different slits were used: The standard divergence slit (1.0 mm or 0.6 • ) to control the illuminated area and enhance the resolution of the measurement and a detector slit of 8 mm to limit the irradiated area. Qualitative phase identification was performed with the software DIFFRAC.EVA. Quantitative XRD was determined by applying Rietveldt Refinement with the software GSAS and its graphical interface EXPGUI developed by the Los Alamos National Laboratory [40, 41] .
Results
Spectral Measurements
The mineral composition determined with the QXRD analyses are confirmed by the spectral signatures of the samples. The Gildehaus and Fontainebleau sandstone display the spectral features of quartz including the prominent reststrahlen doublet consisting of a left lobe (L) at~8.3 µm and a right lobe (R) at~9.1 µm (Figure 3a) . In between is the characteristic and sharp 8.62 µm trough feature of quartz. The secondary quartz doublet is visible in the 12.3-13 µm region. (b) Gabbro polished reflectance spectra, including the spectra of the minerals that contribute to the shape of the Gabbro spectral signature. Mineral spectra are from Johns Hopkins University (JHU) and can be found in the ASTER spectral library in ENVI [30] .
The spectral signatures of the Gabbro (Figure 3b ) contains a series of features between 8.5 and 12 µm containing multiple peaks at~9 µm (b), from diopside, hornblende, and quartz, and~10 µm (c) from hornblende. Furthermore, between 10 and 11.5 µm (d and e), two or three smaller peaks can be seen from diopside, anorthite and hornblende. A final recognizable spectral feature is located at 8.5 µm (a) from quartz and anorthite that can be best described as a shoulder in the left flank of the broad Gabbro feature. In the following sections we will discuss how the observed spectral shape and contrast is influenced by a changing surface roughness for each spectral method.
Directional-Hemispherical Reflectance (DHR) Spectra
The Gildehaus DHR spectra in Figure 4 show significant differences in spectral contrast for all spectral features. The split surface shows the lowest spectral contrast, followed by sawed and polished surfaces, that have increasingly higher reflectance values (Table 2 ). When we normalize the spectral contrast to the 0-1 reflectance range, the relative shape differences become more apparent and can be more easily compared (Figure 4b ). The shape of the left lobe (L in Figure 3a ) of this feature varies: The reflectance maximum within the left lobe occurs at long wavelengths for the polished surface spectrum, but is shifted to the shorter wavelength side for the sawed and split surface spectra.
Additionally, the right lobe (R in Figure 3a ) of the split surface displays a kink at about 9 µm, which is not observed in the other DHR spectra.
The Fontainebleau DHR spectra in Figure 4c ,d also show clear differences in spectral contrast for all spectral features. However, there are some distinct differences in comparison to the Gildehaus spectral features. First, the order of the three surfaces in their spectral contrast is different: the polished surface has the highest contrast; however, the split surface shows an intermediate spectral contrast in between the polished and the sawed surface (Table 2) . Secondly, the left lobe of the reststrahlen quartz feature of the Fontainebleau split spectrum has a different orientation (reflectance maximum at longer wavelength) compared to the Gildehaus sandstone (reflectance maximum at shorter wavelengths).
The Gabbro DHR spectra shown in Figure 4e and f demonstrate a clear spectral contrast between the polished surface that has the highest reflectance and the sawed and split surfaces, which have a lower, but comparable, reflectance (Table 2) . Hence, the overall order is the same as in the Gildehaus sandstone. Furthermore, the shape of the spectral features of the polished and the sawed surface correspond well, but the shape of the spectral features of the split surface is different from the other two surfaces. For the split surface, the peaks b (9 µm) and c (9.8 µm) shift to lower wavelengths by~0.2 µm. Other observed changes are a lower reflectance for the right side of the reflectance feature (e and d, 11.2 µm) and the bulge of the broad spectral feature at a (8.5 µm), which increases in reflectance compared to both other surfaces. 
Bidirectional Reflectance (BDR) Images
We calculated mean spectra for all image pixels of each sample surface to allow for comparison of the BDR image spectra to the DHR spectra. The spectral contrast trends identified in the DHR measurements are not reflected in the spectra of the BDR spectra. The following contrast trends could be identified for the BDR spectra (Table 3 ):
•
For the Gildehaus sandstone: Highest spectral contrast for the sawed surface, followed by the split and the polished surface.
For the Fontainebleau sandstone: An equal spectral contrast for the sawed and the split surface followed by the polished surface.
For the Gabbro: The highest spectral contrast for the split surface, followed by the sawed and the polished surface. Figure 5 shows that the general shape of the surface mean spectra corresponds with the spectral signatures seen in the DHR measurements. However, both minor shape differences recognized in the DHR spectral signatures have now been lost and the BDR spectra are significantly smoother than the DHR spectra. Therefore, the change in orientation of the left lobe of the quartz feature in the sandstone spectra can no longer be distinguished. The Fontainebleau split spectrum displays a~0.2 µm shift of both lobes to the center of the reststrahlen feature, which is not observed for the DHR spectrum. For the Gabbro sample, the differences in spectral shape identified between the split surface and the sawed and polished surfaces in DHR spectra are also visible in the BDR spectra, although less pronounced. 
Emissivity Spectra
The Gildehaus, Fontainebleau, and Gabbro emissivity spectra ( Figure 6 ) show the same patterns as observed and described for the DHR spectra. The trends in spectral contrast are also the same, although in some cases less pronounced (Table 4) . This is seen with the Gildehaus split and sawed surface, and the Fontainebleau sawed and polished surface which both display an almost equal spectral contrast. The Fontainebleau split surface is, again, behaving differently than the expected trend. Its emissivity contrast is higher than both the Fontainebleau sawed and polished surface. Furthermore, it is higher than expected from the DHR spectra (where the Fontainebleau split was higher than the sawed surface, but lower than the polished surface). 
Surface Analyses
Scanning Electron Microscopy
The scanning electron microscopy images show that the Gildehaus sandstone consists of~99% subhedral quartz with a grain size of~250 µm,~1% of fine-grained (10 µm) intergranular kaolinite, and~10% intergranular cavities (Figure 7a) . Locally, the kaolinite can be seen in larger patches, up to 300 µm in diameter, filling up cavities in between the quartz grains (Figure 7b ). The Fontainebleau sandstone is a pure quartz sandstone containing subhedral quartz mineral with a grain size of~250 µm and 20% intergranular cavities (Figure 7c ). Zoom-ins show fine-grained (10 µm) quartz accumulates acting as a consolidator between the larger grains at their contact points (Figure 7d) . The Gabbro has a grain size of 100 µm-1 mm that varies significantly, depending on the mineral type and the mineral orientation. Furthermore, no cavities can be observed. When comparing the various surfaces of the Gabbro, the split surface of the Gabbro has more fragmented and "flaky" grains as a result of splitting (Figure 7e) . From the SEM images, no distinct differences in mineral abundance for the various surfaces could be identified. 
Profilometer Analyses
The profilometer analyses provide surface roughness quantification with microscale digital elevation models including a topographic profile (Figures 8-10 ) through the measured area and surface roughness parameters representing the total measured surface (Table 5 ). The surface roughness analyses of the Gildehaus polished surface shows some parts of the surface are completely smooth at microscale. However, cavities and deeper lying surfaces have not been smoothed out by the polishing process. The polished surface of the Gildehaus sandstone has an arithmetic average roughness (Ra) of 20.5 and a root-mean-square roughness (Rq) of 22.9 ( Table 5 ). The Gildehaus sawed profile significant peaks are absent, and the sawed surface is flat, but not completely smooth, on the microscale. The sawed surface of the Gildehaus sandstone has a slightly less pronounced topography than the polished surface, with a Ra of 11.2 and a Rq of 17.1 ( Table 5 ). The roughness parameters have been influenced by cavities and deeper lying areas that have not been in direct contact with the saw. The split surface has a significant topography compared to the other two surfaces with a Ra of 32.4 and a Rq of 50.1 (Table 5 ). This is confirmed by the surface profiles, which shows narrow peaks and valleys (Figure 8) .
The surface roughness analyses of the Fontainebleau polished surfaces show this surface has a Ra of 17.3 and a Rq of 21.1 (Table 5 ) and is smooth except for some small cavities and deeper lying areas that are unaffected by the polishing. Significant peaks are absent. The sawed surface has the highest roughness values with a Ra of 33.1 and a Rq of 39.5 ( Table 5 ). The peaks are higher, and there are many more cavities and valleys compared to the polished surface. This shows polishing of the surface has successfully eliminated peaks and significantly decreased the depth of cavities and valleys. Based on the Ra of 18.3, the split surface of the Fontainebleau sandstone has a less significant topography than the sawed surface. However, the Rq of 35.1 for the split surface is comparable to the Rq of the sawed surface ( Table 5 ). The split surface consists of numerous narrow peaks, just as observed for the split surface of the Gildehaus sandstone ( Figure 9) .
The surface roughness analyses of the Gabbro polished and sawed surface show that they have an almost identical surface topography ( Figure 10) ; the only difference is that the flat tops have been smoothed slightly as a result of polishing. Their roughness parameters are comparable, with an identical Ra of 28.9 and a Rq of 35.1 and 34.3 for the sawed and the polished surfaces, respectively ( Table 5 ). The surface roughness profiles and 3D models confirm this. The split surface displays a significant surface topography with a Ra of 144.1 and a Rq of 200.7 and a distinct profile with peaks partially extending outside of the measuring range set for the surfaces. 
Discussion
In this research we explored the effect of geological sample surface preparation on the TIR spectral signatures by applying three sample surface preparation methods on three sets of samples. We show that the resulting differences in surface roughness influence both the contrast and shape of the spectral signatures. As outlined in the introduction the surface roughness can be characterized with Rayleigh's roughness criterion. The topographic profiles and roughness parameters we measured determine that all of our sample surfaces characterize as optically rough: the maximum height difference of the profiles exceeds 20 µm, indicating diffuse reflection is dominant in the studied range of the TIR. However, the topographic profiles also show that several surfaces display multiple scales of roughness: smooth "flat tops" with maximum topography differences of~1-2 µm and rough areas in between the flat tops with topography differences of 10 to 150 µm. Hence, most surfaces will display both specular as well as diffuse reflection depending on the roughness of specific surface areas. We could not directly link any of the surface roughness parameters to the observed spectral contrast trends. This shows, that the applied sample preparation techniques do not always change the roughness parameters the expected way and that surface roughness alone is not an adequate measure for predicting spectral behavior.
Influence of Sample Preparation Method on Spectral Contrast
Based on the literature, we expect a trend from high spectral contrast for the polished surface, followed by the sawed surface to a low spectral contrast for the split surface. Most of our results confirm this trend. The DHR and emissivity spectra follow this trend with up to 25% lower reflectance values for a split surface. Note, however, that the Gabbro split spectral contrast is almost equal to the spectral contrast of Gabbro sawed, and the emissivity spectra display a less pronounced trend than the DHR spectra. An exception is the Fontainebleau split surface, which will be discussed in more detail later in this section.
We attribute the spectral contrast trends observed in the DHR and emissivity trends to an increasing cavity effect. Based on Kirchhoff's law, as stated in the introduction, reflectance decreases as a result of an increasing cavity effect, but emissivity increases. This means that the DHR Gildehaus split and Fontainebleau sawed and split surfaces have been significantly influenced by the cavity effect resulting in a decreased spectral contrast [38] . This also explains why Gabbro split spectral contrast is almost equal to the spectral contrast of the Gabbro sawed. In the split topographic profile, narrow valleys are absent, indicating they are poor light traps due to their cavity entrance/depth ratios. Hence, a significant cavity effect is lacking and the relative spectral contrast of this surface is higher than expected. Furthermore, this also shows that the topographic roughness is not the only factor in determining whether a rough surface will display decreased spectral contrast.
The spectral contrast of the BDR measurements behaves differently from the DHR (and emissivity) trend and the BDR spectra are significantly smoother than the DHR spectra. We attribute the difference in observed spectral trend between the DHR and BDR spectra to the difference in measuring techniques. The DHR measurements are conducted with directional-hemispherical reflectance, using an integrating sphere ensuring that all reflection directions are captured and integrated, while the BDR images are measured bidirectional reflectance mode. Therefore, a significant portion of the signal can be lost, depending on the angle of incidence, the orientation of the sample surface and the direction of reflection. We link the difference in spectral smoothness to spectral oversampling in our BDR spectra, resulting in correlation of spectra from adjacent spectral bands [42] . This means small spectral changes, for example as a result of volume scattering, are not identified in the spectra recorded by our BDR imaging spectrometer setup. Furthermore, the significant averaging that is applied to obtain a single spectrum for each surface will have resulted in some smoothing as well.
The rough Fontainebleau split surface does not follow the trends observed for the other samples. It shows no signs of transmittance and has a significantly higher reflectance than the sawed surface, even though it displays a pronounced topography (Figure 9 ). The SEM image (Figure 7d ) of the Fontainebleau split surface provides an explanation. It shows patches of small-grained quartz particles (~10 µm) in between the large quartz minerals. These fine-grained quartz particles are small enough to promote volume scattering, however, no signs of transmission are visible in the spectrum. We hypothesize that the splitting of the sample mainly exposed the large quartz grains, while the fine-grained quartz particles are found in the sample pores, invisible from the spectrometers. The result is a spectrum that represents the smooth surface of the subhedral to euhedral shape quartz grains that is comparable to the shape of the polished surface.
Influence of Sample Preparation Method on Spectral Shape
The results of our research also show that different sample preparation methods influence the spectral signature resulting in spectral shape changes. These changes can be observed across measuring techniques. For example, we can recognize the Gabbro split surface in the DHR, BDR, and emissivity spectra because of its distinct spectral features at identical wavelengths. In the discussion of the spectral contrast trends we saw that the DHR spectra provide the most consistent trends, therefore, we select the DHR spectra for a detailed discussion of the spectral shape changes.
If we translate what is known in literature about reflection behavior and volume scattering to our results we can explain the spectral changes observed in the DHR spectra. Several studies show that TIR spectral shape changes at specific wavelengths as a result of an increasing surface roughness can be linked to volume scattering and transmittance in specific minerals. [11, 18, 21, 24] . Multiple groups confirm that increasing surface roughness causes transmittance in quartz which results in spectral shape changes at 8.5 µm [11, 16, 18] . Salisbury et al. [27] show that transmittance in quartz and kaolinite can result in spectral shape changes at 8.5 µm and 9 µm, respectively, which they attribute to fine particles (<5 µm). Furthermore, Salisbury et al. [26] show that with the spectral features of a fine-grained powdered quartz similar shape changes occur, although more pronounced. Osterloo et al. [21] show that increasing the surface roughness of a Gabbro will result in a decreased spectral contrast and spectral shape changes at 8.5 and 11.5 µm.
Hence, based on previous research, we attribute the DHR spectral shape changes to transmittance features at considerably weaker transmittance bands in the spectra (Figure 4) [16] . The Gildehaus polished spectrum (Figure 4b) does not show signs of transmittance. The Gildehaus sawed spectrum is affected by transmittance in quartz at 8.5 µm and the Gildehaus split spectrum is affected by transmittance in both quartz and kaolinite at 8.5 and 9 µm, respectively (Figure 4a,b) . These transmittance features are likely the result of volume scattering caused by the presence of hyperfine particles or "clinging fines" (1-20 µm [16] ). Both the Fontainebleau polished and split spectrum do not show signs of transmittance (Figure 4d ), confirming the explanation provided for the high spectral contrast of the Fontainebleau split spectrum: the spectrum represents the smooth natural surfaces of the large quartz grains, while the fine-grained quartz accumulates are not detected. This prevents volume scattering and eliminates the accompanying loss of energy. The Fontainebleau sawed spectrum indicates transmittance resulting from volume scattering in fine-grained quartz particles (Figure 4d) , that potentially originate from sawing the sample and have not been removed with the cleaning process.
The Gabbro polished and sawed spectra have a similar spectral shape (Figure 4f ), which can be attributed to their almost identical topographic profiles. For the Gabbro split spectra we observed several spectral shape changes, which are more complex than observed for the sandstones. We observe spectral shape changes at 8.5, 9.6 and between 11 and 12 µm. The following discussion merely proposes mechanisms and processes to explain the observed shape changes of the Gabbro. However, with the dataset presented here we cannot conclusively link any of these processes to the observed changes. We link the increase in reflectance of the Gabbro split surface at 8.5 µm to an increased angle of the surface with respect to the nadir, which results in a decreased emissivity and an accompanying increased reflectance (based on Kirchhoff's law) [16] . Maturilli et al. [43] show that increasing the viewing angle for a basalt slab results in a decreased emissivity at 8.5 µm. Since the Gabbro split has a much more pronounced topography than the other surfaces this seems to be a valid explanation of the observed spectral reflectance increase at 8.5 µm. The other observed shape changes could be explained by transmittance in fine particles as observed for the sandstones (Figure 4b,d) . However, the Gabbro is a multi-mineral sample and different minerals interact differently with light depending on their wavelength-dependent refractive index n and extinction coefficient k [18] . Hence, for spectral region with a large k, the ratio of k to n will be large, therefore, a significant amount of energy will be reflected, and strong surface reflectance occurs. However, for rough or finely particulate surfaces, multiple surface reflections occur in multiple directions. Hence, even though k is large, a small fraction of energy is transmitted into the grain with each energy interaction. The result is a decrease in the measured reflection, even within the spectral region where the k/n is largest for that mineral [18, 44] . Hence, the decrease in reflectance at 11 to 12 µm can be caused by fine-grained particles that result in multiple reflections and a decrease of the reflected energy, although we cannot link it to a specific mineral.
Another mechanism that could explain the observed spectral shape changes is that we are not only looking at differences in shape but also at differences in mineral abundance at the sample surface. This would mean that splitting the Gabbro sample exposes different minerals than sawing or polishing; assuming that splitting will occur through the minerals with the least resistance. The result is an overrepresentation of the weaker minerals at the split surface. To determine which minerals are weakest, we review the mineral hardness in Mohs' Scale. Diopside and hornblende have a lower hardness than anorthite and quartz, hence if splitting influences mineral abundance as a result of hardness, diopside and hornblende will be overrepresented. If this mechanism is responsible for the Gabbro split spectral shape, extensive ultrasonic cleaning will not change the shape of the spectral signature. Furthermore, to prove the overrepresentation of weaker minerals at the surface this will need to be confirmed with spectral unmixing of the Gabbro spectra.
Practical Implications
Our results show that sample surface preparation as well as the applied spectroscopy method influence the shape and contrast of the TIR spectrum. The DHR and emissivity spectra suggest that increasing surface roughness promotes both volume scattering and the cavity effect. Furthermore, the BDR spectra show that the applied spectroscopy method can have a significant influence on the spectral contrast trend and the spectral smoothing of the spectra, which can eliminate the majority of the spectral shape changes identified in spectra from other methods. Hence, spectral trends can conflict for different spectrometers and care must be taken when comparing spectra of various spectrometers. Additionally, the results presented here are from homogeneous samples with a simple modal mineralogy and a uniform mineral distribution. More complex samples that display for example mineral trends, preferred mineral orientations or a diverse range of grain sizes will complicate the identification of the surface roughness effect. Hence, with TIR drill core logging instrumentation, the influences from differences in sample preparation and spectroscopy method need to be eliminated by selecting suitable methods based on the sample complexity, the number of samples, and the targeted spectral and spatial resolution. This means that for samples with a simple mineralogy that are not analyzed in great detail, splitting or sawing the sample is sufficient and spectra of different spectrometers can be compared, while samples with a complex mineral trend demand to be subjected to identical sample preparation methods and measured with the same spectroscopy method. To eliminate the effect the absolute reflectance trends we suggest normalizing the spectra. To identify and correct the transmittance features that we suggest the development of models that include both reflectance and transmittance endmembers. However, the effect of surface roughness also creates opportunities. For example, the spectral shape and contrast trends can be used to determine the relative surface roughness of samples. Furthermore, a specific sample preparation method could be selected to improve identification of (ultra)fine fractions in the spectral signature, such as kaolinite in the Gildehaus sandstone.
Furthermore, if we translate our results to extraterrestrial exploration and planetary surfaces we can state that secondary sample features are an important factor in the use and interpretation of extraterrestrial spectral data. This means that for areas were little is known about the surface and atmospheric conditions (e.g., dust), these seemingly minor sample characteristics can have a great influence and be an obstacle for the spectral interpretation. On the other hand, they can also be applied as a tool to obtain more information about the planetary surfaces we investigate, such as dust cover, grain size or surface (micro)topography.
Conclusions
This research explores the effect of geological sample surface preparation on the TIR spectral signatures. The results show that different sample surface preparation methods result in differences in surface roughness that are significant enough to affect the spectral signature. The influence of the surface roughness is two-fold, one effect is a changing spectral shape, and the other is a varying spectral contrast. The first effect is consistent for each applied spectrometry method (DHR, BDR and emissivity), while the second effect is more variable depending on the measuring technique.
Our results show that optically smooth polished surfaces display the highest reflectance, while optically rough sawed and split surfaces display reflectance values that are up to 25% lower. Furthermore, the sawed and split surfaces display shape changes of the spectral signature at specific wavelength bands, which we link to transmittance bands of the minerals present in the sample, surface orientation effects and multiple reflections in fine-grained minerals. The trends in spectral contrast that we measured suggest that surface roughness promotes the cavity effect which reduces reflectance and increases emissivity. However, surfaces with a pronounced topography do not always display a significant cavity effect, as shown by the Gabbro split sample, which we attribute to a small cavity depth/width ratio preventing sufficient trapping of light.
Hence, even though the effect appears small, the influence of sample surface preparation should not be underestimated, and a suitable sample preparation needs to be selected to ensure that the geological interpretation is not influenced, especially when working with laboratory-based TIR spectroscopy. This means that for samples with a homogeneous mineral distribution and grain size that are analyzed at a resolution of five centimeters or more, splitting or sawing the sample is sufficient and spectra of different spectrometers can be compared. While samples that contain a complex mineral trend, that display for example a preferred mineral orientations or a diverse range of grain sizes, demand to be subjected to identical sample preparation and measured with the same spectroscopy method, to avoid spectral changes. 
